Objectivity in the evaluation of biological safety of medical devices and biomaterials.
This article attempts to present the current situation with respect to the evaluation of biological safety and biocompatibility where imitations in the methodology and validity are apparent. The introduction of procedures that facilitate the quantitative determination of the parameters of the biological performance of materials, and their objective analysis, should considerably enhance our ability to specify safety and describe biocompatibility.